e Alcotest 7110 Calibration Certificate
Sty S &F L7 _
Part I - Control Tests JHW F-O3 7%

Equipment Alcotest 7110 MKIII-C Serial No.: ARWF-0394
Location: TOMS RIVER P.D.
Calibration File No.: 01482 Calib. Date: 11/04/2016 Calib. No.: 00036
Certification File No.: 01483 Cert. Date: 11/04/2016 Cert. No.: 00026
Linearity File No.: 01479 Lin. Date:  08/24/2016 Lin. No.: 00025
Solution File No.: 01481 Soln. Date: 10/11/2016 Soln. No.: 00227
Sequential File No.: 01483 File Date:  11/04/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAN-0040
Control Solution %:  0.100% Expires:  09/07/2018
Sclution Control Lot: 16220 Bottle No.: 0193
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 06:49S 0749 & xa
Control 1 EC 0.098% 06:49S 34.0°C *kk TEST PASSED sk
Control 1 IR 0.099% 06:49S 34.0°C ¥k TEST PASSED %
Ambient Air Blank 0.000% 06:50S
Control 2 EC 0.098% 06:508 34.0°C *dok TEST PASSED
Control 2 IR 0.099% 06:50S 34.0°C *kk TEST PASSED %
Ambient Air Blank 0.000% 06:51S
Control 3 EC 0.099% 06:528 33.9°C *ik TEST PASSED s
Control 3 IR 0.100% 06:528 33.9°C *ik TEST PASSED %

Ambient Air Blank 0.000% 06:528 07:52 b kA

All tests within ééceptablé tolerance

Coordinator
Last Name: ALCOTT =

Signature: *Y/ﬂr. f /7( h}

MI: W.
Badge No.: 6704

m['mred dnalyxls and clectmchpnnca} andl"
dual system of chcmmal breath tesnng, P

Calibration Chu,k on thc <1pp10 ed msu‘umcnl entified. I m;txﬁcatu F11e lC‘sU]tS of my
Calibration Check are recorded on this certificate; whu,h consists of two parts on two pages: Part
I~ Control Tests; and Part II - me.amy Tests.. Lcertify that the foregoing statements made by me
are true. [ am aware that if any ofthc foxegomﬁ sLatmnc.nts made by me are wilfully false, T am
subject to punishment. ‘




