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Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIII-C Serial No.: ARAJ-0075

Location: TOMS RIVER P.D.

Calibration File No.: 02054 Calib. Date: 05/12/2017 Calib. No.: 00028

Certification File No.: 02043 Cert. Date: 04/18/2017 Cert. No.: 00018

Linearity File No.: 02044 Lin. Date: 04/18/2017 Lin. No.: 00018

Solution File No.: 02052 Soln. Date: 05/04/2017 Soln. No.: 00239

Sequential File No.: 02054 File Date:  05/12/2017

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDWK S$3-0386

Control Solution %:  0.100% Expires:  09/07/2018

Solution Control Lot: 16220 Bottle No.: 0100

Coordinator

Last Name: ALCOTT First Name: KEVIN MI: W.
Badge No.: 6704

Signature: "7,7F: f % 4. 4/4%47J4 Date: 05/12/2017

*Black Key Temperature Probe Serial.....................4  DXKFL- 3%
*Digital NIST Temperature Measuring System Serial.....# [50 ¢ 1/7 ¢§72
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