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CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 01/24/2018
BREATH ALCOHOL SIMULATOR SOLUTIONLOT N UMBER: 17420

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethy] alcohol concentration range of 0.1216 to 0.1230 grams per 100 milliliters of solution,

This lot of breath aicohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuantto N.JA.C. 13:51-4.3, of approved breath test instruments (NJ.AC. 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration date for this Iot of breath alcohol
simulator solution is December 11 2019,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results

& Ali M, Alaouie, Ph.D,
Research Scientist
NISP Office of Forensic Sciences
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