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State of EN nﬁt Jersey

OFFICE OF THE ATTORNEY GENERAL

PriLp D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY
Goveinor DiVISION OF STATE PQLICE
Fogr OFFICE BOX 7068
SHEILA Y. QOUIVER WEST TRENTON, NJ 68628-(068
Lt. Goveenar {609) 882-2000

CERTIFICATION OF ANALYSIS
6.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

GURBIR 8. GREWAIL
Attorney General

PATRICK J. CALLAHAN
Calonet

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Bthyl dlcohol.
concentration within, butnot exceeding, the range of 0.1174 to 0.1246-grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Ine, -ANALYSIS DATE: §7/31/2018

pasi s it il g

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18220

Representative. samples of the above-referenced Lot Number were tested by Gas Chromatography and found (o have

amean ethyl alcohol concentration range of 0.1210 to 0.1233 grams per 100 milliliters of solution.

This toi-of breath alcohol simutator solution may: be utilized as a known traceable standard for the puy pose of

condyicting periodic tests, pursuant to NJ.A.C, 13:51-4.3; of approved breath test instruments (N.J.A.C:

13:51:3.5)

uttlized by law ‘enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcolio]

simuiator solution is July 23, 2020,

As Research Scientist for the Division of State-Police, I hereby oeisify and attest that the fests and result

S

documented in this.Certificate of Analysis were performed atthe Office-of Forensic Seiences of the Division of

State Police on properly-functioning and calibrated insttuments and equipment. All plocedm es dtilized

are aceurate,

objective; and performed on a routine basis by persennel within the Office of Forensic Sclences, in accordance with

their professional duties and zesponsxbllmes

4 “AlM, Klaou‘le, Ph. D ——
Research Scientist
NISP Office of Forensic Sciences

.8worn to and subscribedbefore me this ! ‘wt day of rg\ [QVEIREN (’“ , 2018,
WY e 6 )\’\uieﬂ { u‘l\ﬂk"r )y
Notaty U

MARY ELIZABETH MCLAUGHLIN
1D # 2052190 :
NOTARY PUBLIC
STATE OF NEW JERSEY i
My Commisslon Explres Dec. 24, 2018

“An Internatlonally Acerediied Agency®

New i Is An Bt Oppoviantte Emploier
Hrineed oh foewdod Paper aind h‘rgvlnlirv

AT e TS
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State of Netr Jerzey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S. PORRING
Governor DIVISION OF STATE POLICE Attorney General
POST OFFICE BOX 7068
Kim GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R, FUENTES
14, Governor (619) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 08/29/2017

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17240

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.0483 to 0.0489 grams per 100 miililiters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is August 10, 2019.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

P o g
/»//{;/ /,'/'// {///
/ I o  ——
“Ali M. Alaouie, Ph.D,
Research Scientist

NISP Office of Forensic Sciences

Sworn to and subscribed before me tl\isSC?1Lday of Q—-L ‘-\ﬁ-LUCt ,2017.

Y, & (/l"\QA/t (.Lf/\@

Notar))
MAAY ELIZABETH MCLAUGHLIN
1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY

My Commission Expires Dec. 24, 2018

"Au Internationally Accredited Agency™

New Jersey Is An Equal Opportunity Employer
Printed on Recyeled Paper anid Recycleble
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Stute af Netr Jersey

OFFICE OF THE ATTORNEY GENERAL

PRILIE D, MURPHY DEPARTMENT OF LAW AND PURLIC SAFETY GuURBIR S. GREWAL
Gaovernor DIVISION OF-STATE POLICE Attorney Geneval
POST OFFRE BoX 7068
SHEILA Y, OLIVER WEST TRENTON, NJ 086286068 PATRICK J. CALLAHAN
Lt Goversor (6099 882.2000 Colonel

. CERTIFICATION OF ANALYSIS
0,080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Etliyl alcohol
concentration within, but not-exceeding, the range of 0.0939 to 0,0997 grams-per 100 millilifers of solution.

MANUFACTURER: Diaeger Safety, Inc, ANALYSIS DATE: 08/30/2018

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18250

Representative samples of the above-referenced Lot Nurnber were tested by Gas Chromatojzraphy and found to have
a mean ethyl aleohol concentration raige of 8.0976 to 0.0987 grams per 100 milliliters of solutiof1,

This lot of breath alcohol simulator solution may be utilized as 4 known traceable:standard for the purpose of
condueting periodic tests, pursuant to N.J.A,C..13:51-4.3, of approved breath test.instuments (N.J.A.C. 13:51-3.5)
utilized by law enforcenient agencies in'this State. The fanufactarer’s expiration date for this lof of breath alcohol
simulator solution is Avgust 06, 2020.

Ag Assistant Chief Forensic Scientist for the Division of State Police, 1 hereby certify and aftest that.the tests and
restilts documented in this Cextificate of Analysis were perforimed at the Office of Forensic Sciehees of the Division
of State Police on propesdy functioning and calibrated hnstruments and equipment. All procedures utilized are
aecurate, objective, and performed on a routine basis by persabnel within the-Office of Forensic Seiences, in
accordance with their professional duties and xesponsibilities.

,4__-4_‘.&.,4«-@-9@ (ipin . -
Michiel Kennedy

Assistant Chief Forensie Scientist
NISP Office of Forensic Sciences

Sworn to'and subseribed befare me this %”’Sday of S .ﬂ@»j‘zwjﬁ%q 2018,
“TYYY LK z( . VY /jﬂ N

Notary | T b

MARY ELIZABETH MCLAUGHLIN
BT o
STATE OF NEW JERSEY

My Commission Expires Dec. 24, 2018.

“Ay Fnternntlonally Aceredited Agencp”

NowJorver: Is.dn Eqgual Opginsnmite Employer
Lijnted o Jecyelad Pajerind Recyehdile




State of Nefr Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRrIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S, PORRINO
Governor DIVISION OF STATE POLICE Attorney General
POST OFFICE BOX 7068
KiM GUADAGNO WEST TRENTON, N 08628-0068 . COLONEL JOSEPH R, FUENTES
Lt. Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHBOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 09/12/2017
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER! 17260

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.1937 to 0.1957 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is August 21, 2019,

As Research Scientist for the Division of State Police, I hereby certify and aftest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

7

Ali M. Alaouie, Ph.D.
Research Scientist
NISP Office of Forensic Sciences

Sworn to and subscribed before me this | 3 day of Spr/;\ amhe —~ , 2017,

mtagy‘ /’/ i

. PETERF MURPHY WV
* . My Gommission Expires
' Augg'st 1,2018

"An Internationally Accredited Agency"

New Jersey Is An Equal Opportunite Employer
Printed on Recyeled Puper and Recyelable




Calibration complies with ISO/IEC

) 17025, ANSI/NCSL Z540-1, and 9001

Pt S RUACesllel. 15001 Cert. No.: 4000-10177843
Traceable® Certificate of Calibration for Digital Thermometer

Manufaclured for and distributed by : VWR Inisrnalional LLC Radnor Corporale Cenler, Bldg 1,Ste 200, 100 Matsonford Road,Radnor,PA, 19087

Instrument ldentification:

Model: 61220-601, SIN: 191959024 Manufacturer: Control Company
Standards/Equipment: ' '
Description Serial Number Due Date NIST Traceable Reference
Temperature Calibration Bath 93139
 Thermistor Module  A17118 20Apr2019 1000424560
Thermistor Module ~ ~ A27120.  10Jan 2020 ' 1000436202
Temperature Calibration'BalH D .A73332 T ‘ o o '
Temperature Probe 3039 08 May 2019 7 &-B7F4L20-1
Temperature Calibration Bath T A79341 ) B - o
' Temberature Probe o - 5394 o C 29 .}a;x 2020 o 89124038
Temperature Calibration Bath " ‘Bieass ' - -

Temperature Probe 7 so67  28Jan2020 B9124036

Certificate Information:
Technician: 104 Procedure: CAL-06 Cal Date: 13 Feb 2019 Cal Due Date: 13 Feb 2021
Test Conditions: 38.85%RH 24.21°C 1023mBar

Calibration Data: (New Instrument)

Unit(s)  Nominal AsFound = InTol Nominal  As Left InTol Min Max - U © TUR
°C N.A. N.A. T -0.002 -0.002 Y ~0.052 0.048 0.0087 >4:1
°c N.A. N.A. 24.899 25,001 Y 24,949 25.048 0.0087 >4:1
°C N.A. N.A. 50.001 50,001 Y 49,951 50.051 0.0087 >4:1
°C N.A. N.A. _ 100.003 99,999 Y 99.953 100,053 0.0087 >4:1

This certificate indicates Traceability to standards provided by (NIST) National institute of Standards and Technology and/or a National
Standards Laboratory.

A Test Uncertainty Ratio of at least 4:1 is maintained unless otherwise stated and is calculaled using the expanded measurement uncertainty. Uncertainly evaluation includes the inslrument under test
and is caleulaled in accordancs with the ISO “Guide to the Expression of Uncertainly in Measurement : (GUM). The uncentainty represents an expanded uncertainty using a coverage factor k=2 to
approximale a 95% confidence level. in tolerance conditions are based on test results falling within specified fimils with no reduction by the ur inty of the i it. The results contained herein
refate only to the item calibrated. This cerlificate shall not be reproduced excepl in full, without wrilten approval of Contral Corpany,

Nominal=Slandard's Reading; As LeR=Instrument's Reading; in Tol=In Tolerance; Min/Max=Acceplance Range; tU=Expanded Measurement Uncertainly; TUR=Test Uncertainty Ratio;
Accuracy=t(iax-Min)/2; Min=As Left Nominal(Rounded) — Tolerance; Max= As Left Nominal{Rounded) + Tolerance;

Tl Vo~ /%/ /A8
Nicol Rodriguez, Quality Manager

Aaran Judice. Technical Manager

Nate :

Maintaining Accuracy:

In our opinion once calibrated your Digital Thermometer should maintain its accuracy. There is no exact way lo determine how long calibration will be maintained. Digital Thermomeler change liltle, if
any at all, but can be affected by aging, temperature, shock, and contamination.

Recalibration:

For factory calibration and re-cerlificalion Iraceable lo National Insl{lute of Standards and Technolagy contact Control Company.

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 4821714 Fax 281 482-9448 sales@control3.com www.controi3.com

Conlrol Company is an {SO/IEC 17025:2005 Calibraltion Laboratory Accrediled by (A2LA) American Association for Labgratory Accreditalion, Certificate No. 1750.01.
Contro! Company is 1SO 9001:2008 Quality Certified by DNV GL, Cerlificata No, CERT-04805-2005-AQ-HOU-RVA.
Internalional Laboratory Accreditation Cooperation (ILAC) - Multilateral Recagnition Arrangement (MRA).

1of2 Traceable® is a regislered trademark of Control Company ©2017 Controf Company
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o, Calibration complies with ISO/IEC
; 17025, ANSI/NCSL Z540-1, and 9001

o Cert. No.: 4000-10177843
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A
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.Traceable® Certificate of Calibration for Digital Thermometer

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 482-1714 Fax 281 482-9448 sales@control3.com www.control3.com

Conlrol Company is an ISO/IEC 17025:2005 Calibration Laboralory Accredited by (A2LA) American Association for Laboratory Accreditalion, Certificale No. 1750.01.
Control Company is ISO 9001:2008 Quality Ceqtified by DNV GL, Certificate No. CERT-01805-2006-AQ-HOU-RVA.
International Laboratery Accreditation Caoperation (ILAC) - Mullilateral Recognition Arrangement (MRA).

20f2 Traceabie® is a registered trademark of Cantrol Company © 2017 Control Company




Drager

Simulator

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(FR. Vol 59 No. 249 12/19/94 Nofices)

Draeger, Inc.

Model: ALCOTEST CU34 - |
22 Mokl MARK A Serial Number

O Other: DD@C S3-O¢xy )

Certification Date: Technician: Re-Certification Due Date:

OO

[T i /2O

ONEO)

Drager

Simulator

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to cafibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, inc.
Model: ALCOTEST CU34  Number
/g Model: MARK 1A Serial Number
O Other; DOXCSZ o020 ¢

Certification Date: Technician: Re-Certification Due Date:

OO

)-1te/9 25 S0
OO L@ L AP LOPIE)
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Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(FE.R. Vol. 59 No. 248 12/19/94 Notices)

Draeger, Inc.

NN
>

OO

/6‘ Model; ALCOTEST CU34 Serial Number:
O Model: MARK 1A o
O Other: - DM KS3-0en¥
@ Certification Date: Technician; Re-Certification Due. Date:
e/

)-1,19 L5 [ -20
O AOPPAOPEAOP OB EAOP LD HO)

_Alcotest 7110 Temperature Probe 7
CERTIFICATE OF ACCURACY

This is to cértify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST). -

The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state's specifications.
For accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcotest 7110.

‘ -
Serial Number Temp Probe: Certification Date: ~ Next Certification Due:
DOEEPR-LD A -13-9 A
Probe Value: :

/ /34 | Draeger, Inc. @ 5 @

Q

O TOTTOICOITOTLOTLOTLOD



Ajcotest® 7110 MKIN-C

"Ttitg J5-1p certify that the-Alcotest 74D MKLE-Cas baen tested for accuracy and found 1o.be in-compliance;
withatne Nationa) Highway Tiafic Safely Administration Standard for evidential breath testing devices.
The Aftotést MKI-Cris-compliant BS & *mébig’ and *norimobiie™ EBT with 40FR 48854, 49 FR 48864 2rid 68FR48705.
Thg manufactirer recommends gocurecy verfication of thisinstnuwnent within 12 rhonths
of the calibration date-helow, or.sponer. ascording fo your State Specifications.

‘\\
o4

DLAOIN
OIA®

T

O

6

Certification Date. SERIAL NUMBER:

10-]]-1ts ARWF039%

A

WO

S
@)

Drasger Safety Didgirogtics, Inc.

Q
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Drager
Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, Inc.

2 Model: ALCOTEST CU34 Serial Number-
O Model: MARK I1A

X-Cal 2000 (Alcosi _
8 Oth:r: cosm) TODAN - OO

| Certification Date: Technician: Re-Certification Due Date:
SA+F /25 /20
COTTOTTOOTTTOOILOOTTOPEOIPEOD

q

((@»11@2»{(@)‘)((@2»«g@)‘_‘n@ng@j»((@j»
Drager

Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state's specifications.

For accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcotest 7110.

D

Serial Number Temp Probe: Certification Date:  Next Certification Due:
DOYKPR-Yud Y-/ 4 ~/-20

Probe Value:

/OL:L Draeger, Inc. 65




Alcotest 7110 MKIII-C Calibration
NIST-Traceable Digital Thermometer Readings

Coordinator:
"r(‘i Dﬁ!\'\\s 8) Lu\"l, 70%’
Name : Badge No.

Simulator o '.'Témp. Reading on
Solution “|¥ NIST Traceable
Concentration Thermometer
A N
0.04% Y.
0.08% OUL | 5734 D 2334°C
0.10% | DDAN-ooME L 39: 30" C
. . . )
0.16%  |DOMICSH-000% " 1) 34.0°C

Pursuant to law and the “Chemical Breath Testing Regulatlons” established at N.J.LA.C. 13:5],1am a duly
appointed Breath Test Coordinator/Instructor. In my off ial ¢apacity and consistent with the “Cahbrat1on Check
Procedure for Alcotest 7110 as established by the Chief Forehsxc Scientist of the Division of State Police, I perform
calibration checks on Alcotest 7110 MKIII-C instruments.Pursuant to and consistent with the current “Calibration
Check Procedure for Alcotest 71107, I performed a Cahbrauon Check Procedure on the Alcotest 7110 MKIII-C
instrument identified on this certificate. Pursuant to the current “Calibration Check Procedure for Alcotest 7110%, I
used the Digital NIST-traceable Temperature Measuring System identified on this certificate to confirm that the
temperatures of the 0.10%, 0.04%, 0.08%, and 0.16% Simulator Solutions used in the respective CU-34 Simulators
identified on this certificate, were 34.0 degrees Celsius = 0.2 degrees Celsius. I hereby certify that I truthfully
recorded on this certificate the temperatures of each of the simulator solutions as shown on the Digital NIST-
traceable Temperature Measuring System thermometer. 1am aware that if any of the foregoing statements made by
me are willfully false, I am spbject to punishment.

o TNMURY S | 514
Coordinalor’s Signature  \ Date

01/25/2019

ST S SRR S U N ey e, O T



TTEm
Alcotest 7110 Calibration Record

Equipment Alcotest-7110 MKIII-C Serial No.: ARWF-0394
Location: TOMS RIVER P.D.
Calibration File No.: 01767 Calib. Date: 05/01/2019 Calib. No.: 00042
Certification File No.: 01715 Cert. Date: 12/27/2018 Cert. No.: 00031
Linearity File No.: 01716 Lin. Date:  12/27/2018 Lin. No.: 00031
Solution File No.: 01766 Soln. Date: 04/17/2019 Soln. No.: 00283
Sequential File No.: 01767 File Date:  05/01/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAN-0040
Control Solution %:  0.100% Expires: 07/23/2020
Solution Control Lot: 18220 ... . Bottle No.: 0316
Coordinator
Last Name: LUTZ First Name: DENNIS MI:J

. Badge No.: 7045

™,
Signature: i ¢ { 1 : _ ‘70‘4‘5' Date: 05/01/2019
1} )

.............................. WOEE 1060 (09

' e = i <,
*Digital NIST Temperature Measuring System Serial...... # ‘/ 1 ‘ 1‘50\ 0 )’\{ @

*Black Key Temperature Probe Serial

Pursuantt %law and he "ChemwaLB

fid cons1stent with
‘orensic Scientist of

ed i m\a single approved instrument as a

.bre g, ] _consistent w1th the current "Calibration
Check Procedure for Alcotest 71 10 ’ bli e Chlef For ens1c Scientist, I performed a
Calibration Check on the : approve ; strumen_ 1den fied: ol this certificate. The results of my
Calibration Check are recorded on this ce ists of two parts on two pages: Part
T - Control Tests; and Part IT - Lmeanty Te ftI~certlfy that the. foregomg statements made by me
are true. I am aware that if any of the foxeg01 g statemet ade by me are wilfully false, I am
subject to punishment. 2 ;

| >~



TTém
—— Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARWF-0394
Location: TOMS RIVER P.D.
Calibration File No.: 01767 Calib. Date: 05/01/2019 Calib. No.: 00042
Certification File No.: 01768 Cert. Date: 05/01/2019 Cert. No.: 00032
Linearity File No.: 01716 Lin. Date:  12/27/2018 Lin. No.: 00031
Solution File No.: 01766 Soln. Date: 04/17/2019 Soln. No.: 00283
Sequential File No.: 01768 -~ - File Date:  05/01/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAN-0040
Control Solution %:  0.100% Expires: 07/23/2020
Solution Control Lot: 18220 Bottle No.: 0316
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:44D
Control 1 EC 0.099% 08:44D 33.9°C *#k TEST PASSED *%%
Control 1 IR == 0.099% 08:44D 33.9°C *#%k TEST PASSED **%
Ambient Air Blank 0.000% 08:45D :
Control 2 EC 0.099% 08:46D 34.0°C *#%k TEST PASSED %%
Control 2 IR 0.100% 08:46D 34.0°C *#%k TEST PASSED %%
Ambient Air Blank 0.000% 08:46D
Control 3 EC 0.099% 08:47D 33.9°C *#k TEST PASSED %%
Control 3 IR 0.099% 08:47D 33.9°C " ##%k TEST PASSED *%%

Ambient Air Blank 0.000% 08:48D

All tests within a

stable tolerance. .

Coordinator
Last Name: LUTZ

Signature:

the Division of Stateggghce I perfo
infrared analysis and electrochemical na]yv

dual system of chemical breath te :
Check Procedure for Alcotest
Calibration Check on the appri
Calibration Check are recor ded‘;‘ ‘

certificate. The results of my
of two parts on two pages: Part
foregoing statements made by me
are true. I am aware that if any of the for egomg» statement made by me are wilfully false, I am
subject to punishment. L :

|3



Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank
Control 4 EC
Control 4 IR
Ambient Air Blank
Control 5 EC
Control 5 IR
Ambient Air Blank
Control 6 EC
Control 6 IR
Ambient Air Blank

All tests within acceptable tolerance.

Coordinator
Last Name: LUTZ

Signature:

TTeEm 1Y

Alcotest 7110 Calibration Certificate

Alcotest 7110 MKIII-C
TOMS RIVER P.D.
01767

Part II - Linearity Tests

Calib. Date: 05/01/2019

Sérial No.:

Calib. No.:

ARWEF-0394

00042

e

01768

01769

01766

01769

WET

0.040%

17240

WET

0.080%

18250

WET

0.160%

17260
Result
%BAC
0.000%
0.041%
0.040%
0.000%
0.040%
0.040%
0.000%
0.080%
0.079%
0.000%
0.081%
0.080%
0.000%
0.158%
0.156%
0.000%
0.158%
0.157%
0.000%

Cert. Date: 05/01/2019
Lin. Date: 05/01/2019
Soln. Date: 04/17/2019
File Date:  05/01/2019
Model No.: CU-34
Model No.: CU-34
Model No.: CU-34
Time Temperature
HH:MM  Simulator (°C)
08:56D

08:57D 33.9°C
08:57D 33.9°C
08:58D

08:59D 33.9°C
08:59D 33.9°C
09:00D

09:01D 33.9°C
09:01D 33.9°C
09:02D

09:03D 33.9°C
09:03D 33.9°C
09:05D

09:05D 33.9°C
09:05D 33.9°C
09:07D

09:07D 33.9°C
09:07D 33.9°C
09:09D

First Name: DENNIS
T QM Tois

Cert. No.:
Lin. No.:
Soln. No.:

00032
00032
00283

Serial No.:
Expires:
Bottle No.:

08/10/2019
1205

Serial No.:
Expires:
Bottle No.:

08/06/2020
1034

Serial No.:
Expires:  08/21/2019
Bottle No.: 0688

Comment(s)
or Error(s)

sk TEST PASSED ik
sk TEST PASSED

##% TEST PASSED #x
##% TEST PASSED

##% TEST PASSED s
*#% TEST PASSED %

*kk TEST PASSED %
*k TEST PASSED *#%

% TEST PASSED #¥%
stk TEST PASSED *¥%

##% TEST PASSED ##*
#4k TEST PASSED *#+

MI:J

Badge No.: 7045
Date: 05/01/2019

DDSC S3-0001

DDXC S3-0020

DDMK S3-0008



Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Conirol 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C
TOMS RIVER P.D.

01767
01768
01769 .
01770
01770

WET

e~

0.100%

18320

e

All tests within acceptable tolerance.

Result
%BAC
0.000%
0.100%
0.099%
0.000%
0.099%
0.100%
0.000%

-0.099%

0.100%
0.000%

Calibrating Unit
New Standard Solution Report

Calib. Date:

Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
10:14D
10:14D
10:14D
10:15D
10:16D |
10:16D
10:16D
10:17D
10:17D
10:18D

05/01/2019
05/01/2019
05/01/2019
05/01/2019
05/01/2019

CU-34

Temperature
Simulator (°C)

33.9°C
33.9°C

33.9°C
33.9°C

33.9°C
33.9°C

TTEMm 1§

Serial No.: ARWE-0394

Calib. No.: 00042

Cert. No.: 00032

Lin. No.: 00032

Soln. No.: 00284

Serial No.: DDAN-0040

Expires: 09/26/2020

Bottle No.: 0910
Comment(s)

or Error(s)

#4k TEST PASSED *#%
#4k TEST PASSED ##%

#k TEST PASSED *#*
ot TEST PASSED #+

##% TEST PASSED #ik
% TEST PASSED ##k

On this date, I installed the above indicated "NEW SOLUTION" in acordance with

Alcotest 7110 operator training and procedures established by the (NJSP) Chief Fo

WP~ 944

Temperature Probe Serial Number:

Changed By:
Last Name: LUTZ

Signature:

@ciemist.

First Name:

7o4S

DENNIS

Badge No.: 7045
Date:

MI:J

05/01/2019
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State of Nefor Jersey
OFFICE OF THE ATTORNEY GENERAL
PruLp D MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY

Gavernor Division

TATE POLICE

A

3

AL

GURBIR S. GREWAL
Attorney General

POsT OrrICE Box 7068
SHEILA Y. OLIVER WEST TRENTON, NJ 08628-0068 PATRICK J. CALLAHAN
Ls. Govervor (609) 882-2000 Colonel

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 10/09/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18320

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean cthyl alcohol concentration range of 0.1213 to 0.1232 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is September 26, 2020.

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

Ftnt o Boitig S, &W{}'
Michael Kennedy
Assistant Chief Forensic Scientist
NJSP Office of Forensic Sciences

Y U TON N
Sworn to and subscribed %fore me this | 01 Vgiay\?)}f ‘fé/' é:‘?f L/{ﬁlc}z.. ,2018.

e, "
-

%

NNUAY SN N - / i s
YRS Wy YN ( ! \a o onh AT
e g i«(?{}? {_i.u{ ‘\5_/ \\/f

Notary | }
MARY ELIZABETH MCLAUGHLIN
1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY

My Commission Expires Dec. 24, 2018

“An Internationally Accredited Agency™
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