0 Callbr_at__ng “Umt .
New Standard Solutlon Report

Equipment = -'Alcotest 7110 MKIII C

e Senal No,:'ARAJ 0075
Location: - . TOMS RIVERPD T T T R P
Calibration Filé No.: | 03094 . . +" Calib. Date: 06/23/2021 .Cahb. No.} 00043
Certification File No.: 03095 = - ° Cert. Date:-- 06/23/2021 - Cert. No.:.- 00030
Linearity File No.: 03096 Lin, Date:. " 06/23/2021 - Lin. No.: 00030
Solution File No.: -, 03178 = . = ~ Soln. Daté:- ,09/03/2021_i - Soln. No.: 00403
Sequentiat File No.; 03178 - AR File Date; f09/031’2021 S .
Calibrating Unit: -~ WET . -~ . Model Nov: CU 34 Serial No.: DDWK S3-0386
Control Solution %: 0.100% -~ .. e ‘ . Expires: * 05/04/2023
Solution Control Lot: ~ 21150 o ~" _  Botile No.: 0089
Function ;- Result Time - Temperature " Comment(s}

S . ‘ %BAC HH:MM ' Simulator (°C) .+ or Error(s)

Ambient Air Blank | T 0.000%  11:23D . ' . ,
Control 1 EC _ - 0.101%  11:24D " - 33.9°C ik TEST PASSED ##%
Control 1IR .. =~ 0.101%  11:24D =~ 33.9°C . . ¥k TEST PASSED ik
Ambient Air Blank o 0.000%  11:24D - .
Control 2EC =~ . = 0.099% | 11:25D . 33.99C soik TEST PASSED etk
Control 2IR- . - C 0 0.00% - 11:25D - 33.9°C ik TEST PASSED ok
Ambient Air Blank . . 0.000%  11:26D o
Control 3EC  ~ L 0:.099% ¢ 11:26D  33,9°C #k TEST PASSED k.
Control 3IR 0.102%" . -11:26D. | 33 9°C - ##k TEST PASSED ##+ -
Ambient Air Blank ©0.000%  11:27D -

All tests within aéceptable tolerance.

On this date I installed the above indicated "NEW SOLUTION" in acordance W]th
Alcotest 7110 operator trammg ‘and procedures estabhshed by the (NJ SP) Chief Forensic SC]entlSt

Changed By: ‘ _ ' , R
Last Name GAMBARDELLA = . Flrst Name PASCAL~ S MI:M

- Badge No.: 365 ‘
Signature: /——8 /f w—%/v/ ﬁé‘séf“ Date:  05/03/2021




