e Callbratmg Umt |
New Standard Solutlon Report

Equipment ':;'--Alcotest 7110 MKIIITC ' 'Ser1a1 No.-;_ARAJ 0075

Location: . - . 'TOMSRIVERP.D,; . R _
Calibration FileNosi 03094 - - . Cahb Date 06/23‘/20’2.1. Calib. Nofs 00043 .
Certification File No» 03095 . " . CerL Date: 06/23/2021: ~  Cert. No.: 00030
Linearity File No.: =% 03096 -~ ~ ... " Lin. Date: = 06/23/2021 -~ Lin. No.: . 00030

Solution File No.: 03203 - e Soln. Date:. 10/23/2021 Soln: No.: 00409
_ Sequential File No.:. - 03203 - " FileDate: . 10/23/2021 : o

Calibrating Unit:. *~  WET -(fl L . Model No.: CU-34° - ' Serial No.: DDWK §3-0386
Control Solution %: ~ 0.100% . ¢ . = . © " [Expires:  05/04/2023
Solution Control Libt: -21150 © -~ '+ .~ . = - Bottle No.: 1292
Function - 1 . " Reésult .Time -~ Temperature . Comment(s)

_ S < " "%BAC = HH:MM  Simulator (°C) -or Error(s)

Ambient Air Blank L 0.000%  08:38D T _ |
Control 1 EC' ~ : 0.099%  08:38D - 33.9°C = s THST PASSED sk
Control 1 IR ~© 0.100%  08:38D . 38.9°C " . '¥¥% TEST PASSED #+%
Ambient Air Blank - ¢ 0.000% - 08:39D" ‘ , -

Control 2EC - . 0.097%  08:39D © 33.9°C | ¥ TEST PASSED i
Control 2.IR. o : 0.100% 08:39D  33.9°C ok TEST PASSED s
Ambient Air Blank -~ C0.000% 08:40D .- | N \ .
Conirot 3EC - -~ . U 0.098%  08:41D - 33.9°C . kk TEST PASSED s
Control 3IR" ' - 0.400% - 08:41D © 33.9°C sk TEST PASSED %4

Ambient Air Blank . - 0.000% * - 08:41D

All tests Wlthm acceptable tolerance

On this date, I installed the above mdwated "NEW SOLUTION" in acordance with
.A]cotest 7110 operator tralmng and procedures established by the (NJSP) Ch1ef Forensu: Sc1ent1st

'ChangedBy RN L L R L
Last Name: KOEPPEN _ ' ‘ First Name: - ADAM MI: M

_ - Badge No.: 350
S1gnature C@M %ﬁam #?5?3 _ : Date: 10/23/2021 .




