5 CallbratmgUnlt .
New Standard Solutmn Report

Equipment = - - Alcotest 7110 MKIIIC R ; ',_: _Senal No ARAJ 0075
Location! » "TOMS. RIVERPD: . L e '
Calibration File No.z - 03241~ ' "o 7 - Calib. Date: 12/16/2021% - ° ;-.C,ahb. ‘No_.’:s‘Q00_44
Certification File NO..__;- 103242 'f . Cert. Dater 12/16/2021 © " Cert:. No.:" 00031.
Linearity File No.: = 03243, . . . . . Lin. Date: ' “12/16/2021 . Lin. No.:' 00031 -
Solution File No.: -,'03244 © 7 Soln. Date: 12/16/2021 - - Soln. No,: 00414
 Sequential File No ,03244 - . FileDater 12/16/2021 - B
Calibrating Unit: . WET Model No.: CU-34 - Serial No.: DDAN-0041
Control Solution %:  0.100% S . . ' Expires:  05/04/2023 -
Solution Control Lot: - 21150 o - . Bottle No.; 0145
Function . ~ Result Time - Temperature - g . Comment(s) .
o R . 9%BAC © HH:MM  Simulator (°C) . - . orErtor(s)
Ambient Air Blank: --... 0.000% = 11:228 e SR
Control T EC o TI0100% 0 11:238 00 33,92C | %% TEST PASSED #k%
Control LIR .~ =~ . 0.099% . 11:238 - 0 33.9°C . ekE TEST PASSED #ick -
Ambient Air Blank ©0.000% " 11:238 ‘ ‘ T
" Control 2ZEC - | 0.098% = 11:24S 33.9°C ik TEST PASSED ok
Comtrol ZIR -~ 0.098% | 11:24S 33.9°C #i% TEST PASSED ##%
Ambient Air Blank - 0.000%  11:258 T
Control 3 EC 0.098%  11:258 33,9°C' ek TEST PASSED #owk
Control 3 IR ~0.099%  11:258 33.9°C “wkk TEST PASSED ##%

Ambient Air Blank © . 0.000%  11:268

All tests Wlthln acceptable lolerance

o

On thiis date I 1ns1:alled the above indicated "NEW SOLUTION" in acordance w1th
Alcotest 7110. operator trammg and procedures established by the (NJSP} Chief Forens1c Scientist,
Temperamre Probe Serial Number;

DOA¥PY - Y5 @
Ciianged By: -

Last Name:LUTZ E I First Name: DENNIS © - - ML
' . Badge No.: 7045 . - - .
Slgnatu‘"@ : [ ?f 7"% _ - Date: A12/16/2021 .




