Callbratmg Unlt
New Standa.rd Solutmn Report

Equlpment Alcotest 7110 MK[II q N ;;-;-; S .__jsenal No ARAJ 0075
Loca’ﬂon o T@MS RIVERP D R RS ENIRN
" Calibration File 03507 . o ' Calib. Déte: 10/28/2022 , Calib. Noi: 00046,"-. .
i Certlflcatlon File No- 03508 ST Cert. Date 10/28/2022 . Cert. No.: _ 00033 "
" Liriearity File Noi: - 03509 ° -~ ' Lin. Date: = 10/28/2022 . “Lin. No.: 00033
~ Sofution File No.:v - »103522° -~ " '~ 'Soln, Date: 11/18/2022. - ~ Siln. No.: 00455
”Sequenual F1le No 038227 0 - <File Dafe: 11/18/20227'- ST
C_a_hbratmg Un;t-: AR WET @ " .-« Model No.: C.U,—34 ' .- Serial No.: DDWK S3-0386 ..
Control Solution %: , 0.100% - R ©+ . - Expires:  04/04/2024 .
Sdluiion"COnt:rql Loti. 22110 - =~ =~ =~ ' BottleNo.; 0229 .
- ’Functlon . i - Restlt - -_.Tlme .~ Temperdture” - Cormiment(s)
o R T %BAC T HH:MM Simulator (°C) - or Error(s) .
: Amblent AirBlank 0.000%  09:308 . S,
C Congrol LEC ~ . 0.100% - 09:308 - 33.9°C sick TEST PASSED ##%
_ !Comrol IR - o : 0.099% 09:308 - 33,9°C - wk TEST PASSED #%*
Amblent AirBlank . . 0.000% 09:315 o . '
‘Control 2EC. * . - 0.097% 09328, 33.9°C sk TEST PASSED #oik
Control2TR - S 0.099%  09:328 33.9°C ik TEST PASSED ###
‘Amb1ent Air Blank- S ST 0.000% 0 09:328 ‘ ' :
K ,Contr013EC o . 0.098%  09:33S.  33.9°C .. ¢k TEST PASSED ¥k
Control 3 IR | S0 0100% 0 09:338, .33.9°C 00 #kE TEST PASSED #kk
i Amblent A1rBIank ‘; Sl 0.000% . 09:348

: All tests w1thm acceptable tolerance

©On thls date, 1 installed the above 1nd1cated "NEW SOLUTION" in acordance with ,
Alcotest 711(}_ operator training and procedures established by the {NJSP) Chief Forensic Scientist.
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