New Standard Solutlon Report

f,';:Senal No..: ARAJ 0075

o >  Calih. Date: 10/28/2022 '+ Calib: No.':‘ooe45;- ; j
Cemfmatlon F]leN 93508 1 e T R Cel;t_f Dete: 10/28/2022 : ‘;jg,jcert Ne v 7:00033_. R
-:_Lmeanty File No 3509 e © Lin. Date; - 10/28/2022, -.'c:r‘ft"Lm No.. 00033 S
' o i 703535, © . . -+ " Soln Dater 11/26/2022 - Solri.No.: 100458
-+ 'File Date: *11/26/2022" R

_.V-ECahbratmg Urits MWET . . ModelNo: CU34 | Serial No:: DDWK $3.0386
. Contro} Solution %: 0. 100% 0 o : o - Expires:  04/04/2024 .
" Solutic Contrgl Lot .22_511(.) C L -+ BottleNo.: 1226 "

. 'Result ‘T1me o Temperature SR Comment(e)"
R T BBAC HH:MM- S1mu1a10r (" o o or Error(s)
'-=Amb‘iem'AirBl-a1n 3 L L 0.000% 08408 S |

. Control'1 EC' LU 0.100%  08:40S - C 33.9°C ,*** TEST, PASSED ik

" Controbd TR, Lo, ,.0.100% - 08:408 0 33.9°C ., %k TEST PASSED **,*

_?AmblentAwBlank . 0.000% O 08:41S . . S ST S

- Coiftrol 2EC- ", SR ~0.095% . 08:428 33.9°C - sk TEST PASSED s

. Comtrol2IR- © 7 ©0.095% © 08:428  33.9°C ~k TEST PASSED #i

- Ambient AirBlank - 1 0,000% " 08:428 S .
- Control 3EC © . 0.093% . 08:438 33.9°C © | CONTROL TEST FAILED
> Control 3TR" S 0.093% 08438 33.9°C .. CONTROL TEST FAILED .

‘Amblem A1rB1ank -.'_ . S 0.000% - 08:448 S ' Pl

Test results dre not w1thm acceptable range.

; On thls date, I 1nsta11ed the above indicated "NEW SOLUTION" in acordance with
A[_eotest, 7110 operator tfaining and procedures established by the (NJSP) Chief Forensic Scientist,

- Changed By:- , .
- Last Name KOEPPEN : _ First Name: ADAM S : ML M
: ) j ' o ' : Badge No.: 350 . :
- Date: . 11/26/2022

' Sz,gnature




