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ALCOTEST CERTIFICATIONS INDEX # 34

03-20-2023
ARAJ-0075

NJSP OFFICER’S ALCOTEST CREDENTIALS

CERT OF ANALYSIS SIMULATOR SOLUTION 0.10

CERT OF ANALYSIS SIMULATOR SOLUTION 0.04

CERT OF ANALYSIS SIMULATOR SOILUTION 0.08

CERT OF ANALYSIS SIMULATOR SOLUTION 0.16

NIST CERT (2 PGS)

ALCOTEST CU34 SERJAL #DDMKS3-0005

- ALCOTEST CU34 SERIAL #DDMKS3-0003

- ALCOTEST CU34 SERIAL #DDRKS300017

- ALCOTEST TEMPERATURE PROBE SERTAL # DDLBP3-0087
TRPD ALCOTEST 7110 MK111-C SERIAL # ARAJ-0075

TRPD ALCOTEST CU34 SERIAL # DDAN-0041

TRPD ALCOTEST TEMP PROBE SERIAL # DDXKP2-436

ALCOTEST 7110 MKIII-C DIGITAL THERMOMETER READINGS

ALCOTEST 7110 CALIBRATION RECORD

ALCOTEST 7110 CALIBRATION CONTROL TESTS

ALCOTEST 7110 CALIBRATION LINEARITY TESTS

NJSP NEW STANDARD SOLUTION REPORT 473

CERTIFICATE OF ANALYSIS SIMULATOR SOLUTION (23010)

ALCOTEST CARDS/SOLUTION CHANGE OPERATOR (3PGS.)
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OFFICE OF THE ATTORNEY GENBRAL

Prupip DL MURPHY DEPARTMENT OF LAW AND PUBLIC SAPETY GURBILE., GREWAL
Geovarnpr DIVISION OF STATE POLICE Attovniey General
_ PoyT Orpce Box 7068
SHEILAY. GLIvER WSt TrREnTON, NI 08628-00068 PATRICK J. CALLABAM
Ly, Gaverner {69y 822000 Colane!

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE S?ECIFICATID_NS FOR BREATH ALCO_H.()L SIMULATOR SCLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174-to 0, 1246 grams per 100 milliliters of solution,

MANUFACTURER: Digeser, lue, ANALYSIS DATE: §7/08/2021
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 21230

Represontative samples of the above-refesenced Lot Number were tesied by Gas Chromato graphy and found to have
a mean othyl alcohol concentration range-of 0.1200 to 0.1218 grams per 100 milliliters of solution.

This lot of breath aloohol simulator solution may be utilized as a known traceabie standard for the-purpose of
condueting periodic tests, pursuant to N.JLA.C, 13:51-4.3, of approved breath test instruments (N.J.AC. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath aleohol
sitnukator solutfon-ds June 23, 2023,

As Aggistant Chief Forensic Bcientist for the Division of State Police, Thereby certify and atiest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated nstruments and equipment. Al procedurss utilized are
acourate, objective, and performed ona routine basis by-personnel within the Office of Forensic Seiences, in
accordance with their professional duties and respansibilities.

erﬂomﬁtuﬁw A @W'ﬁ&‘?‘f
Michael Kennedy

Asgistant Chief Forensic Sciemtist
NISP Dffice of Farénsic Sclences

Swornerand sub ﬁbtd before me this el day of RM , 2021,

Y
Notary W/
EN E. STAHL
W-memm
- # 60110822
Expires 8432024

“An Faternntivnally Aceredifed Apaney™

Nersv Jopsey I A Bipead Oppoetuniiy Enplaver
Frintdaiy Beeyoled Faper v Bevvolibte
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OFSICE OF THE ATTORNEY GENERAL

PriLe O MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY CuURIR 8. GREWAL
Gavernor DIVISION OF STATE POLICE Atorney Geertl
PoST OFFICE Box 7068
SHELA Y. OLIVER WesT TRENTON, NJ 08628-0068 PATRICK 1. CALLARAN
Lit. Givernor . (60%) BB2:2000 ) Colonet

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHCL SIMULATOR SOLUTION: Ethyl alcohol
concentration withls, but not sxceeding, the range of 0.0469 to 0,049% grams per 100 millikiters of salution,

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 07/27/203]
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 2 1250

Representative semples of the above-teferenced Lot Number were tested by Gus Chromatograplty and found to have
s mean ethyl aleohol concentration rangd of 0.0485 to {L.0489 grams per 100 milliliters of solution.

This Yot of brenth alooho) simulator selution My be utilized as & known traceable stendard for the purpose of
condueting periodic tests, pursuant to NJLAC. 13:51-4.3, of approved bieath tost instruments (N.LAC. 13:5 1+3.5)
utilized by law snforcoment agencies in this Stite. The matufacturer’s expiration date for this lot of breath aleohot
situtlator solution is July 06, 2023.

As Assistant Chief Forensjc Scientjst for the Divislon of State Police,  hereby certify and attestthat the tests and
restlts documented in this Cortificata of Analysis were parformed at the Oftice of Forensie Selences of the Division
of Stute Police on properly functioning and calibrated instraments and equipment. Allprosedures ntilized are

necurate, objective, and perforreed on a routine basis by pessonnel wiihin the Office of Foyensic Seiences, in
acoordance with their professiohal dutles and responsibilities,

P

L e
Michael Kennedy
Assistant Chief Forensic Scientist
NISE Office of Forensle Solences

N E, BTAHL
HOTARY FIBLIC OF NEW JERSEY
Commisvionfi 50110022
My Commbasion Explres BN

“An Iterneifonally Averadited Agener™

Nt Jevaest Iy o Swgarad Opgoreontly Sspiiver
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OFFILE OF THE ATTORNEY GENERAL

PROLEE D MURPEEY DEPARTMENT OF LAW AND PUBLIC SATETY GURBIR 8. GREWAL,
Governor TUVISION OF STATE POLICE Attenrney Qeneral
PoST OFEICE Box 7068
SHELA Y. OLIVER WEST TRENTON, N 086240068 PATRICK ). CALLAHAN
L1 Goveryor (609 §82-2000 ‘ Lodonet

CERTIFICATION OF ANALYSIS
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECITICATIONS FOR BREATH ALCOHOL SIMULATQOR SOLUTION: Ethyl alcohol
aoncentration within, but not execoding, the range of 0,093 to 0.0997 grams per 100 milliliters of solution.

MANUFACTURER: Dracger, Inc, ANALYSIS DATE: 07/27/202]
BREATH ALCOHOL SIMULAYOR 80LUTION LOT NUMBER: 21260

Reprosentative saimples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcoltol concentration range of 0.0970 to 0.0977 grams:per 100 miltiliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tosts, pursuant to N.J.A.C. 13:51-4.3, of approved breath test Instruments (NJ.A.C. 13:51-3.5)
utilized by Jaw enforcoment agencies in this Stale. The manufacturer’s expiration date for this lot of breath alcohol
sintufator solution is July 19, 2023,

As Assistant Chief Forensic Seientist for the Division of State Pofice, I hereby cortify rnd attest that the tests and
results doctmented in- (his Certiflcate of Analysis were parformed at the Office-of Forensic Sclences of the Division
of State Police on properly functioning und calibrated Instrmments and equipment, Al procedures utilized are
acenrate, objectivey and petforned on & routine basis by peraonye} within the Office of Forgnsic Spiences, in
aceordance with their professional dutles and responsibilities.

Olrndrvmnl it psatiopic.
Michael Kennedy

Asaistant Chief Foransic Scientist
NISP Office of Forensie Sciences

subgcrified bofore me this o) 4 day of i{ilflbfa}/ , 2021

KAREN E, STAHL
NOTARY FUBLIC OF NEW JERSEY
Corrimisalon # 60110822
My Commission Expiras 012024

Ao Ynternationnfly Aceredived Agongy

Mo Jepsen fx An Ko Qpprvisits Bmplepeor
Pedpied un Reayehad Pogrer amd Beenclihie
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Stute of Nt Tersey

OFFICE OF THE ATTORNEY GHENERAL
ANDREW ). BRUCK

PHILIP D, MURPHY DEPATCTMENT OF LAW AND PUBLIC SATETY
Covernor DIVISION OF STATE POLICE Aeting Atrrney Ceneval
PosT ORFICE BOx 1068
SHEILA Y. OLIVER Wegr TRENTON, N] 08628-0068 PATRICK J. CALLAHAN
{609) §82-2000 Cotonel

L, Governer

CERTIFICATION OF ANALYSIS
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS TOR BREATH ALCOHOL SIMULATOR SOLUTION: Bthyl alcohol
concentration witlin, but not sxceeding, the vange of 8,1878 1o 0,1994 grams per 100 milliliters of solution,

MANURACTURER: Draeger, Ing, ANALYSIS DATE: 08/11/2021

BREATH ALCOHOL STMULATOR SOLUTION LOT NUMBER: 21290

Representative semples of the above-referenced Lot Number were tosted by Gas Chromatography and found to have
a mean othy) alcohol concentration range of 0.1945 to 0,1977 gramy per 100 mitliliters of solutlon,

This lot of breath alcoliol simulator sslution may be utilized as a known iraceable standard for the purpose.of
conducting periodic tests, parsuant to NJ.A.C. 13:51-4.3; of approved breath tost Instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencles in this State. The fanufactoter's expleation date for this lot of breath aloohol

simulator solution i3 July 29, 2023,

As Assistant Chief Forensic Scientist for the Division of State Police, 1 hereby certify and attest that the tests and
cosults documented in this Certificate of Analysis were performed at:the Offfce of Forensic Selences of the DHvision
of State Police on properly functioning and callbrated instruments and equigment. Al procadures util Ized sre
acourate, objective, and performed on a routise basis by persotnel within the Office of Forensic Selences, in
accordance with thelrprofessional duties and responsibifities.,

irtiatin b, Jltmmrtp
Michae! Kennecdy
Assistant Chief Forensio Scientist
NJISP Office of Forensic Sciences

Swogn tgan sibsoribedh before me this &1{) day of .~ i‘_(d %{L[‘_Qj , 2021,
‘ﬁ:o;arg ;E? = EI:E o

KAREN £, STAML
HOTARY PUBLIG OF NE%BJEHSEY
Commlaslon #t 80110522
Hy Comimtaston Expires &1 3/2024

Ydn fsfermattonnily Aceredited Agency”

Niw dere Js An Byval Oppesvieits Evgibayer
Peiusad e Revgelod Puper acd Hes pududle
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", N Calibration complies with ISONIEC
e 17025, ANSINCSL Z540-1, and 9001
 AA Gt o o0 Cert. No.: 4000-13326294

Traceable® Certificate of Calibration for Digital Thermometer

Manufacturad for and distributed by : YWR Infernafional LLC Radner Gorporate Center, Bldg 1,51e 200, 100 Matsonford
Road,Radnor,PA, 19087

Instrument Identification: _
Model: 61220-801, S/N: 221473032 Manufacturer: Conirol Company

Standards/Equipment:
riptio Serlal Number ~ Dua Date | NIST Tragesble Reference

Temperatura Calibration Bath 93139
Temperature Probe 128 oeJulz022  15-D4FOQ40-1

ThermistorModule e e e e A1711 G UBJul G 1_00046927 6
Tammeraiare Gailbration Beih Ve e it 1L b e 3 oA <3 b e

st el e e e . e e
Temperature Callbratlon Bath B01375 e T
Thermistor Module BG5BT 18 Aug2022 1000470702 .

 DéAug 4500006080
 24Aug2022 4500006081
e e
e e e el

Temperature Prob
~ Temp

“Thermistor Module BoBIE2
Temperatura Probe 5410 '

Certificate Information:
Techniclan: 299 Pracedure; CAL-06 Cal Dafe; 25 Apr 2022 Cal Due Date: 25 Apr 2024

Test Conditions:  58.48%RH 23.43°C 1017mBar

Galibration Data: (New Instrument)

E “Unitis) | Nominal | AsFaund : InTol | Nominal | Askeft InTol | Min  Max & | TUR |
CTee T NAL T NA T oam 0001 Y 005 005 00087,  »4d
°c NA  NA 26000 25001 Y . 2485 2505 0.0087 >4
°C NA. - NA . 50000 50,001 Y 4995 50,05 0.0087 . A1

° N.A. N.A. © 100,000 - 100.003 Y 9995 100.08 0.0087 >4

This certificate indlcates Traceahbility to standards provided by (NIST) National Institute of Standards and Technelogy and/or a Natianal
Standards l.aboratory, .

A Tesl Uncerlalnly Ratio of at least 4:1 IS malntalned unless otharwise atated and |s calculgtad using the expanded meesurement uncertainty. Uncerlahnly evalualien includes the instnimant Undet test

and s calculated In ascordancs with the 190 “Giida fo the Expresslen of Uncariality in Measuremant : (3UM), The uncerialnty reprasents an expanded uncartainty using a soversge factar k=2 o

approximala a 95% confidanca leval. In tolaranca condlions ars based on 1ast rasulls falllng within specifiad iimlis with na radustlon by the uncertainiy of ha maasurament. The results contalned heraln
ralats only ta the item callbrated, Thia corillioate shall not ba reproduced except In full, without writtan approval of Cantrol Gompany.

Nominsl=Standard's Reading; As Left=Instrument’s Reading; In Tol=ln Taleranca; MiniMax=Acceplance Range; + U=Expanded Measuremant Uncerlalnty; TUR=Test Uncenainty Ratio;
Accuracy=t(Max-Min)/2; Min=As |.eft Nominal(Rounded) - Tolerance; Max= As Lefi Nominal(Rounded) + Tolerance;

Nicol Redriguez, Quallty Manager MOJ\A.D&—) 80}"-5
Marlsa Elms, Technical Manager

Nole :

Maintaining Accuracy:

In aur aplntan anca callbrated your Dighal Thermomater should maintain lls acouracy. Thera Is no exact way to dotarmine how long catibration will be maintalned. Digital Thermemeler change Nile, If
any at all, but can be affecled by 2ging, tomparalure, shock, and cantaminaticn,

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598 .
Phone 281 4821714 Fax 281 4029448 sales@controfd.com www.traceable.com

Conlral Company Is an 1SQ/IEC 170252017 Callbrallon Laboralory Accradiled by (A21.A) American Asseclation for Labaratory Accredilalien, Certificale No. 1760.01.
Cantral Company Is 150 1001:2016 Quality Carifled by DNV GL, Cerlilicale No. CERT-D1805-2005-A0-HOU-ANAB, -
Intamationa! Lahosatory Accredilatlon Coeperalion - Mullllalersl Recognitlon Amangemant (ILAC-MRA).

1of2 Traceable® !s a reglstared wacemark of Conttel Company @ 2037 Controt Campany



TITem -2
Calibration complies with ISO/IEC
17025, ANSI/NCSL Z540-1, and 9001
Cert. No.: 4000-1 3326294

Traceable® Certificate of Calibration for Digital Thermometer
Recalibration:

Far factary caflbraiion and re-cartificatlon traceable te Natlona| Instiute af Standards and Technology contact Genirel Gempany,

Issua Dale ¢ 25 Apr 2022

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77538
Phone 281 482-1714 Fax 281 482-9448 sales@control3.com www.fraceable.com

Control Cempany Is an ISOAEG 170252017 Calbrallan Leboratory Accradited by (A2L.A) American Assaciation for Labarelory Accreditalion, Cerdificate No. 1760.01,
Conirol Company is IS0 8001:2015 Quallly Cartifiad by DNV Gi., Gerfifleate No, CERT-01805-2006-AQ-HOU-ANAB,
Intarmational Labaratary Accraditation Gooparatlen - Multilateral Racogniticr Amangemant (ILAC-MRA),

2072 Traceable® Is a reglsterad radenark of Gontral Company © 2017 Genlrol Gampany



Drdger

Simulator |
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with Nationa! Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

{F.R. Vol. 59 No. 249 12/19/94 Notices)

Draager, nc,

& Model: ALCOTEST CU34 ol Number:
O Model: MARK IIA  Serial Number.
O X-Cal 2000 (Alcosim)

O Other: ' DDMk §3 — ook

Certification Date: Technician; Re-Certification Due Date:
2/lg/2023 ™M/ VG /1¢/2034

OO LCOPCOP COPPHAOP PO O

NS
A
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Urager

Simulator -
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifiss that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regutations for devices used to calibrate Evidential Breath Testers.

{F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, Inc,

(

X

@

R

& Model: ALCOTEST CU34 :

: : S :

O Model: MARK IIA erial Number
O X-Cal 2000 (Alcosim)

O Other: DOM K SF~0003

©

X

?@) Certification Date: Technician: Re-Certification Due Date:
N4 /102023 ™/ M% _/16/30a4 7

COPTOTEOTTOITO PO




U 5L g £
<§@jn§(@)}<§@N;(j»c;(@)j»«f(@j»qf(@)j»qg@)jb

Drager

Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used fo calibrate Evidentizl Breath Testers.

' (F.R. Vol. 58 Ne. 249 12/19/94 Notices)

)
)

7 q Draeger, Ihc,
,O.\ g
| Model: ALCOTEST CU34 |
N/ O Model: MARK IIA Serial Number,

O X-Cal 2000 (Alcos
O Ot s DWORK S3-001]

Certification Date: Technician: Re-Certification Due Date:

1-95-33 by /M L-as -2

- Urdger
Alcotest 7110 Temperature Probe

‘CERTIFICATE OF ACCURACY |

- ith
isi ify that the Alcotest 7110 Temperature Probe has been tested for accuracy wi
wit!:tn?rlwsstlrsufgecr?tg%t%n that is traceable to the National institute of Standards and Teqhqclo%y (Ni?l_'ll's).
The mantfacturer recommends accuracy verification of the Temperature Probe within 12 mon

of the certification date below, of sooneig, acc;:rdmg {cﬁ yourrt g}taﬁ es i%?ggjggtlg}wnsﬁwst
ture readings, the probe value cn tnis certifica:e, \
For acouraté fermpera be prog?‘ammeg into the Alcotest 7110.

Serial Number Temp Probe: Certification Date;  Next Certification Due:

DO LR 1051 A -2l AW -&E_t—_

Probe Value:

\03 _ | DraeQer,Inc.D\‘\./ o
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Drager

D
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N/ CERTIFICATE OF ACCURACY Xz
N ey
T . N
@. ﬁ‘lg‘mss mngummemmmmommmwdm%?ﬁ}dmthmm 1@5
N mmmmmu—clmnpnanma " and snonmebie” FEIT wih 49 FR 48854, 40 TR 43864, N
Ny, and 58 FR 48705, The mmends accuracy verification of this instrument within N
}.’a 12 monﬂwofﬂaemﬁbmﬂondatahehw or sooner, sccording to your state's spacifications, {a
N/  CoificatonDate:  Serial Number: o/
L
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f : Draeger, Inc. GR
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Drager
Simulator :

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, Inc.

Model: ALCOTEST CU34 |
O Model: MARK I1A Serial Number.

O X-Cal 2000 {Alcosim)

O Other: DDA N - O )

Certification Date:  Technician: Re-Certification Due Date:

\EARCIAY MY / m\_ \\«8\!"3&
COPETPETI I CTPETICTPETD

COPE

D

On

\,,
X

o
A

(D

D

Drdger

A!cbtest 7110 Temperaturé Probe
| CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with .
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the cettification date below, or sooner, accerding to your state's specifications.
Faor accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcctest 7110.

Serial Number Temp Probe: Certification Date:  Next Certification Due:

DDY KPQ-Y36 -l A v Al-al3

Probe Value:

Lok ‘ Draeget, Inc. Ve / DH 4

CONLOR O LOPLOPLOP O P (O



Alcotest 7110 MKIII-C Calibration
NIST-Traceable Digital Thermometer Readings

Coordinator:
TocT Dennts T Lot 704S
Namg Badge No.

Digital NIST Te

Simulator # /' Temp. Reading on
Solution “1 NIST Traceable
Concentration Thermometer
0.04% 3% g
0.08% A3 9°C-
0.10% 24 .9°C
0.16% MR 53~ 00t 23.9°C

ggulations” established at N.J.A.C. 13:31, Tam a duly
apatity and consistent with the “Calibration Check

Pursuant to law and the “Chemical Breat
appointed Breath Test Coordinator/Instructor. In m it
Procedure for Alcotest 7110 as established by the Chigf:Farensic Scientist of the Division of State Police, T perform
calibration checks on Aleotest 7110 MKIII-C instrume utsuant to and consistent with the current “Calibration
Check Procedure for Alcotest 71107, T performed a Calibration Check Procedure on the Alcotest 7110 MKIIT-C
instrument identified on this certificate. Pursuant to the current “Calibration Check Procedure for Alcotest 71107,
used the Digital NIST-traceable Temperature Measuring System identified on this certificate to confirm that the
temperatures of the 0.10%, 0.04%, 0.08%, and 0.16% Simulator Solutions used in the respective CU-34 Simulators
identified on this certificate, were 34.0 degrees Celsius + 0.2 degrees Celsius. I hereby certify that I truthfully
recorded on this certificate the temperatures of each of the simulator solutions as shown on the Digital NIST-
traceable Temperature Measuring System thermometer. Tam aware that if any of the foregoing statements made by
me are willfully false, [/an '

Tp- 3

T 5-70-17

Coordinator’s Signature \{ Date

H72372019
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Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIII-C Serial No.: ARAJ-0075

Location: TOMS RIVER P.D.

Calibration File No.: 03606 Calib. Date: 03/20/2023 Calib. No.: 00047

Certification File No.: 03508 Cert, Date: 10/28/2022 Cert. No.: 00033

Linearity File No.: 03509 Lin. Date:  10/28/2022 Lin. No.: 00033

Solution File No.: 03601 Soln. Date:  03/15/2023 Soln. No.: 00472

Sequential File No.: 03606 File Date:  03/20/2023

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAN-0041

Confrol Solution %:  0.100% Expires:  06/23/2023

Solution Control Lot: 21230 Bottie No.: 1396

Coordinator .

Last Name: LUTZ First Name: DENNIS MI:J
——m Badge No.: 7045

Signature: lgr T 2048 Date:  03/20/2023

7
*Black Key Temperature Probe Serial...........cocceevennnn B“ Lb ?b -

*Digital NIST Temperature Measuring System Serial......# )/7/\ \473

B s - ; \’g_v 85
R
Pursuarntie; law, and e"@& n g@rj{;ﬁ?l‘
ST i
appointed Breath‘ est Coorglggtqy stfuctor, ¥ It

"Calibration Check:ﬁ cedureg&r%ﬂ cote
the Division of StafexRolice; I‘%fﬁ.eyf%;rfmﬁ’gl
infrared analysis and @eégoche{iﬁ“fcal ffff‘a%%w
dual system of chemicakbreath E;estln

Check Procedure for Alcoigst 7110, %
Calibration Check on the 5 appi %
Calibration Check are recorder@l

\-'{ﬁ

.éﬁsﬂhglﬁ Lee 1ﬁcate The results of my
oftst. if S0 two parts on two pages: Part

are true I am aware that if any@f @f th peoing statemont: " by me are wilfully false, I am



LTEm |3
Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIIL-C Serial No.: ARAJ-0075
Location: TOMS RIVER P.D. _
Calibration File No.: 03606 Calib. Date: 03/20/2023 Calib. No.: 00047
Certification File No.: 03607 Cert. Date:  03/20/2023 Cert. No.: 00034
Linearity File No.; 03509 Lin. Date:  10/28/2022 Lin. No.: 00033
Solution File No.: 03601 Soln, Date; 03/15/2023 Soln. No.: 00472
Sequential File No.: 03607 File Date:  03/20/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAN-0041
Control Solution %:  0.100% Expirks:  06/23/2023
Solution Control Lot: 21230 Bottle No.: 1396
Function Result Time Temperature Comment (s)
TBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:185 0916 D BL
Control 1 EC 0.099% 08:198 33.9°C #kk TEST PASSED #e#
Control 1 IR 0.098% 08:195 33.9°C #ek TEST PASSED ##%
Ambient Air Blank 0.000% 08:208
Control 2 EC 0.097% 08:208 33.9°C #Hk TEST PASSED *%*
Control 2 IR 0.099% 08:205 33.9°C w4k TEST PASSED #3#%
Ambient Air Blank 0.000% 08:218
Control 3 EC 0.098% 08:228 33.9°C diek TEST PASSED ek
Control 3 IR 0.100% 08:225 33.9°C #4% TEST PASSED #okx
Ambient Air Blank 0.000% 08:235 09°.15D) L

ngge No.: 704;;;
Big: 03f§’9f2023

: ﬁé’“ﬁ.JA@‘ 13 51,Tamaduly
m”i@gapamty,fénd consistent with
abl 1§hec§$y the ChiefForensic Scientist of
gkszoi%approveg} ifistraments employing
pproved instrument as a

Pursuant i 6 law, and the
appointed Breath ‘%int Cooxzﬁ%@
"Calibration Check F@Cedure lggte%t
the Division of State* *E&gce peTffo o1
infrared analysis and elget% chelzmcaP e ﬂfzﬁlf‘i‘g.ed ina single’a
dual system of chemical B“gg th @s‘mig i ot ith, the current "Calibration
Check Procedure for Alcoteg; 2 é‘"b istied: : _&f»@&?orsw Scientist, I performed a
Cahbratlon Check on the appfr ¢ aymentFidenitity




Equipment
Location:
Calibration File No.:

Certification File No,:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Sotution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank
Control 4 EC
Control 4 IR
Ambient Air Blank
Control 5 EC
Control 5 IR
Ambient Air Blank
Control 6 EC
Control 6 IR
Ambient Air Blank

ZTEwm J‘—f

Alcotest 7110 Calibration Certificate

Part II - Linearity Tests

Alcotest 7110 MKIII-C
TOMS RIVER P.D.

03606 Calib. Date: 03/20/2023
(03607 Cert. Date: 03/20/2023
03608 Lin. Date:  03/20/2023
03601 Soln. Date: 03/15/2023
03608 File Date:  03/20/2023
WET Model No.: CU-34
0.040%
21250
WET Model No.: CU-34
0.080%
21260
WET Model No.: CU-34
0.160%
21290
Result Time Temperature
%BAC HH:MM  Simulator (°C)
0.000% 08:415 o910 DL
0.043% 08:418 33.9°C
0.041% 08:415 33.9°C
0.000% 08:438
0.042% 08:4358 33.8°C
0.041% 08:438 33.8°C
0.000% 08:458
0.084% 08:468 33.9°C
0.080% 08:46S 33.9°C
0.000% 08:478
0.081% 08:488 33.9°C
0.079% 08:488 33.9°C
0.000% 08:498
0.166% 08:508 33.9°C
0.159% 08:508 33.9°C
(.000%% 08:528
0.160% 08:528 33.9°C
0.158% 08:528 33.9°C
0.000% 08:545 09'S45 WL

All tests within acceptable tolerance.

Coordinator
Last Name: LUTZ

First Name: DENNIS
7045

Signature: _/rf\ c 3 l

Serial No.: ARAJI-0075
Calib. No.:
Cert. No.:
Lin, No.:
Soln. No.:

00047
00034
00034
00472

Serial No.:
Expires:
Bottle No.:

07/06/2023
1239

Serial No.:
Expires:
Bottle No.:

07/19/2023
0936

Serial No.:
Expires;
Bottle No.:

07/29/2023
1184

Comment(s)
or Error(s)

#4k THST PASSED ##
##k TEST PASSED ##%

#4% TEST PASSED bk
#44 TEST PASSED ik

ik TEST PASSED ##%
#ik TEST PASSED ¥+

#4% TEST PASSED ###
#ick TEST PASSED #kk

sk TEST PASSED #i
s#% TEST PASSED ¥k

ik TEST PASSED et
st TEST PASSED #otes

Badge No.: 7045
Date: 03/20/2023

DDMK S53-0005

DDMK 83-0003

DDRK S83-0017

MI:J



Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit;
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

LTewm 25
Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C Serial No.: ARAJ-0075

TOMS RIVER P.D.

03606 Calib. Date: 03/20/2023 Calib, No.: 00047
03607 Cert. Date:  03/20/2023 Cert, No.; 00034
03608 Lin, Date:  03/20/2023 Lin. No.: 00034
03609 Soln. Date: 03/20/2023 Soln. No.: 00473
03609 File Date:  03/20/2023
WET Model No.: CU-34 Serial No.: DDAN-0041
0.100% Expires:  01/11/2025
23010 Bottle No.: 0860
Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
0.000% 10:138 1A D P '
0.103% 10:148 33.9°C #44 TEST PASSED *#%
0.101% 10:14S 33.9°C #4k THST PASSED e
0.000% 10:158
0.099% 10:158 33.9°C % TEST PASSED %
0.100% 10:158 33.9°C #4k TEST PASSED #%*
0.000% 10:168
0.100% 10:178 33.9°C #4% TEST PASSED %
0.101% 101178 33.9°C ¥k TEST PASSED 4%
0.000% 10:17S n1d P

All tests within acceptable 1olerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number:

Changed By:
Last Name: LUTZ

S

Signature:

DP X7 - Y30

First Name: DENNIS MI:J
Badge No.: 7045

Date: 03/20/2023

pr
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SBtute of Nefo Jersey

OFPFICE OF THE ATTORNEY GENERAL

L D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY MATTHEW 5, PLATKIN
Chuversiar EHVISION OF BTATE POLICE ' Attorney General
PosTOFFICE BoX 7068 ‘
SHEILA Y. QLIVER WesT TRENTON, NI 086280068 COLOWEL PATRICK L, CALLAHAN
Lt Governor {6093 8522000 Snperlitendent

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! ateohol
concentration within, but not exceeding, (the range of 0.1174 to 0.1246 grams per 100 mifliliters of solution,

MANUFACTURER: Dygeger, Jue ANALYSIS DATE: 01/258/2023
S
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 23010

Representative samples of the above-reforenced Lot Nuinber were tested by Gas Chromatography and found to bave
amean ethyl aleolol concentration range of 0,121 to 0.1223 grams per 100 miliiliters of selution,

This lot of breath alcohol simulstor solution may be utilized as a known traceable standard for the purpose of
condueting periodic tests, pursuant to N.LA.C. 13:51-4.3, of approved breath test instraments (N.LA.C. 13:51-3.5)
utitized by taw enforcement agencies in this State. The manufactuwrer’s expiration date for this lot of breath alcohol
simulator solutfon is January 11, 2023,

As OFS Director for the Division of State Police, | hereby certify and attest that the tests and resulis documented in
fhis Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of Stale Police on
properly functioning and calibrated instrumonts and equipment. All procedures utilized are accurate, objective, and
performed on a routine busis by personnel within the Office of Forensic Seiences, in sccordance with their
professional duties and responsibilities.

Pt Fieaniisfin
Michae! Kenned

. Y
e QOFS Director
MNISP Office of Forensic Sciences

! -
Sworn toand gubscribed Before me this A day of_ Emﬁmv»{,{ ., 2023,
. Y

Notfry
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