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ALCOTEST 9510 PARAMETER REPORT

Equipment

Serial No.. ARMJ-0142

Firmware: 8326739 1.6

WinCE application: 8326738 2.9

Configuration: 8326737 3.10

Date: 11/20/2023

Time: 12:00:41

Parameter

min. blow time 5.0 s

min. breath volume for females of age 60+ 1.2 L

min. breath volume for all other 1.6 L

min. blow flow 4.5 L/min
plateau detection limit 4 %

plateau detection start conc. 70 microgram/L
neg. flow detection (part. vacuum) 10.0 hPa

neg. flow detection sensitivy 10

cal. gas abort volume 0.4 L
result-to-zero limit 0.0050 %BAC
ambient air check limit 0.0049 %BAC
interference det. d-criterion limit abs. 38 microgram/L
interference det. d-criterion limit rel. 10.0 %
interference det. t-criterion limit abs. 8 microgram/L.
interference det. t-criterion limit rel. 2.1 %

IR CO2 oftset 10 microgram/L
IR H20 offset 4 microgram/L
EC H20 offset 0 microgram/L
Value-based EC aging comp. on/off (1/0) 0

Time-based EC aging comp. on/off {(1/0) 1

Time-based EC aging comp. per month 0.2 %
Time-based EC aging comp. maximum 3.0 %

EC fatigue comp. max. sum 15000

EC fatigue comp. factor 50

EC fatigue comp. minutes 180

mouth alc. mark limit 500

mouth alc. lower limit 30

mouth alc. slope 6

mouth alc. zero limit 50

mouth alc. max. neg. sum 6

mouth alc. max. 2nd derivative 35
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ALCOTEST 9510 CERTIFICATION REPORT - WET ADJUST (PART I)
Toms River Twp
Equipment
Inst. Model No.: ALCOTEST 9510 Serial No.: ARMJ-0142
Firmware: 83267391.5 Contig.. 8326737 3.10 WiInCE: 8326738 2.9
Wet Adjust Record
Wet Adjust File No.: 23 Woet Adjust Date: 11/20/2023 Wet Adjust No.: 1
Wet Adjust Time: 13:22:15
Concentration: 0.100 %
Adjusting Unit: X-Cal 2000 Adj. Unit Ser. No.:  ARND-0005 Adi. Unit Exp.:  03/15/2024
Solution Lot No.: 22240 Soln. Bottle No.: 879 Adjust Soln. Exp.: 07/05/2024
Preadjust Simulator Temp.: 34.00 degree C
Postadjust Simulator Temp.. 34.01 degree C
Result
Procedure completed successfully.
Coordinator
Last Name: Lutz - First Name: Dennis MI: J Badge No.: 7045

On this date, | certified the above instrument in accordance with the Alcotest 8510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

"TTFT_ M‘__JMT

Signed: Date: 11/20/2023 ID: 5

Page 1 of 1



ALCOTEST 9510 CERTIFICATION REPORT - DRY ADJUST (PART 1)

Toms River Twp

Equipment
Inst. Model No.: ALCOTEST 9510 Serial No.: ARMJ-0142
Firmware: 83267391.5 Config.: 8326737 3.10 WinCE: 8326738 2.9
Dry Adjust Record
Dry Adjust File No.: 24 Dry Adjust Date: 11/20/2023 Dry Adjust No.: 1

Dry Adjust Time: 13:39:56
Concentration: 0.100 %
Dry Gas Lot No.: 302-402448281  Adjust Gas Exp.: 05/19/2025
Barom. Model No.:  Mensor CPG2300 Barom. Serial No.: 41001273 Barom. Cert. Exp.:03/22/2024

Pre-adjust Amb. Pressure: 1023 hPa
Result
Procedure completed successfully.

Coordinator
Last Name: Lutz -

First Name: Dennis

Post-adjust Amb. Pressure: 1025 hPa

Ml: J Badge No.: 7045

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

A T {748

Signed:

Date: 11/20/2023

Page 1 of 1
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ALCOTEST 9510 CERTIFICATION REPORT - LINEARITY (PART I1I)

Toms River Twp

Equipment

Inst. Model No.: ALCOTEST 9510 Serial No.: ARMJ-0142

Firmware: 8326732 1.5 Config.: 8326737 3.10 WinCE: 8326738 2.9

Linearity Record

Linearity File No.: 25 Lin. Date: 11/20/2023 Lin. No.: 1

0.040% Dry Gias Lot No.:  302-402488140 Adjust. Gas Exp.: 07/15/2025

0.080% Dry Gas Lot No.: 1474760 Adjust. Gas Exp.: 04/03/2024

0.160% Dry Gas Lot No.; 302-402486003 Adjust. Gas Exp.. 07/12/2025

0.300% Dry Gas Lot No.: 1495468 Adjust. Gas Exp.: 05/14/2024

Data Summary

Function Result Time Barometric Comment(s)

%BAC  hh:mm:ss Pres. [hPa] or Status Cods

Ambient Air Blank 0.000 13:47:36 *TEST PASSED*
Control .04 Test 1t EC 0.039 13:48:11 1025 *TEST PASSED*
Control .04 Test 1 IR 0.039 13:.48:11 1025 *TEST PASSED*

Ambient Air Blank 0.000 13:49:07 *TEST PASSED*
Contral .04 Test 2 EC 0.040 13:49:19 1025 *TEST PASSED*
Control .04 Test 2 IR 0.039 13:49:19 1025 *TEST PASSED*

Ambient Air Blank 0.000 13:50:35 *TEST PASSED*
Control .08 Test 3 EC 0.078 13:51:08 1025 *TEST PASSED*
Control .08 Test 3 IR 0.079 13:51:08 1025 *TEST PASSED*

Ambient Air Blank 0.000 13:62:08 *TEST PASSED*
Control .08 Test 4 EC 0.080 13:62:19 1025 *TEST PASSED*
Control .08 Test 4 IR 0.080 13:52:19 1025 *TEST PASSED*

Ambient Air Blank 0.000 13:53:35 *TEST PASSED?
Control .16 Test 5 EC 0.159 13:54:.08 1025 *TEST PASSED*
Control .16 Test 5 IR 0.160 13:54:08 1025 *TEST PASSED*

Ambient Air Blank 0.000 13:55:14 *TEST PASSED*
Control .16 Test 6 EC 0.161 13:55:25 1025 *TEST PASSED*
Control .16 Test 6 IR 0.162 13:55:25 1025 *TEST PASSED*

Ambient Air Blank 0.000 14:05:36 *TEST PASSED*
Control .30 Test 7 EC 0.301 14:06:14 1025 *TEST PASSED*
Controf .30 Test 7 IR 0.302 14:.06:14 1025 *TEST PASSED*

Ambient Air Blank 0.000 14:07:28 *TEST PASSED*
Control .30 Test 8EC 0.306 14:07:43 1025 *TEST PASSED*
Controf .30 Test 8 IR 0.306 14:07:43 1025 *TEST PASSED*

Ambient Air Blank 0.000 14:.08:05 *TEST PASSED*

Result

All tests within acceptable tolerance.

Coordinator

Last Name: Lutz - First Name: Dennis MI: J Badge No.: 7045

On this date, | certified the above instrument in accordance with the Aleotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

“or T g 7o0s

Signed: Date: 11/20/2023 ID: 5
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ALCOTEST 9510 CYLINDER INSTALLATION REPORT - INLET I
Toms River Tw,
SERIAL NUMBER: AR&J—()MZ

Equipment

inst. Model No.: ALCOTEST 9510 Serial No.: ARMJ-0142

Firmware: 83267391.5 Config.: 8326737 3.10 WinCE: 8326738 2.9
Cy!1 Install File No.: 26 Cyl1 Install Date; 11/20/2023 Cyll Install No.: 1

Control Tests (0.100%)

Installation Inlet: #1 (Upper) Post test active Cyl.:  #1 (Upper)

Dry Gas Lot No.: 302-402755079  Dry Gas Lot Exp.: 05/31/2026
Data Summary

Function Resuft Time Barometric Comment(s)
%BAC  hh:mm:ss Pres. [hPa] or Status Code
Ambient Air Blank 0.000 14:13:15 *TEST PASSED*
Control Test 1 1025 *TEST PASSED*
EC Result 0.100 14:14:00 *TEST PASSED*
IR Result 0101  14:14:00 *TEST PASSED*
Ambient Air Blank 0.000 14:15:03 *TEST PASSED*
Control Test 2 1025 *TEST PASSED*
EC Result 0101 14:.15:28 *TEST PASSED*
IR Result 0101 141528 *TEST PASSED”
Ambient Air Blank 0.000 14:16:33 *TEST PASSED*
Control Test 3 1025 *TEST PASSED*
EC Result 0.101  14:16:57 *TEST PASSED*
IR Result 0.101 14:16:57 *TEST PASSED*
Ambient Air Blank 0.000 14:17:19 *TEST PASSED*
Result

All tests within acceptable tolerance.

Coordinator
Last Name: Lutz - First Name: Dennis Mi: ) Badge No.: 7045

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

TP T (L7045

Signed.: Date: 11/20/2023 ID: 5
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ALCOTEST 9510 CYLINDER INSTAILLATION REPORT - INLET 2

Toms River Tw,
SERIAL NUMBER: ARMJ-0142

Equipment

Inst. Model No.: ALCOTEST 9510 Serial No.: ARMJ-0142

Firmware: 8326739 1.5 Config.: 8326737 3.10 WinCE: 8326738 2.9
Cyl2 Instali File No.: 27 Cyi2 Install Date: 11/20/2023 Cyl2 Install No.: 1

Control Tests (0.100%)

Installation nlet: #2 (Lower) Post test active Cyl.; #2 (Lower)

Dry Gas Lot No.: 302-402571549  Dry Gas Lot Exp.: 10/18/2025
Data Summary

Function Result Time Barometric Commeni(s)
%BAC  hh:mm:ss Pres. [hPa] or Status Code
Ambient Air Blank 0.000 14:20:37 *TEST PASSED*
Control Test 1 1025 *TEST PASSED*
EC Result 0.100 14:21:23 *TEST PASSED*
IR Result 0101  14:21:23 *TEST PASSED*
Ambient Air Blank 0.000 14:22:27 *TEST PASSED*
Control Test 2 1025 *TEST PASSED*
EC Result 0.101  14:22:50 *TEST PASSED*
IR Result 0.101  14:22:50 *TEST PASSED*
Ambient Air Blank 0.000 14:23:55 *TEST PASSED*
Control Test 3 1025 *TEST PASSED*
EC Result 0.102  14:24:19 *TEST PASSED*
IR Result 0.101  14:24:19 *TEST PASSED*
Ambient Air Blank 0.000 14:24:42 *TEST PASSED*
Result

All tests within acceptable tolerance.

Coordinator
Last Name: Lutz - First Name: Dennis MI: J Badge No.: 7045

On this date, | certified the above instrument in accordance with the Alcotest 9510 operator training and
procedures established by the NJSP Office of Forensic Sciences.

“Tor Qed7045

Signed: Date: 11/20/2023 ID: 5
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CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order; 1121686187
DRAEGER MEDICAL SYSTEMS INC,; Date: June 30, 2023

METHOD OF ANALYSIS: IR Breath Alcohol Analyzar
ANALYTICAL ACCURACY: - +40.002 BrAC or +/-2% whichever is greater,
CALGAZ LOT#:  302-402755079

ETHANOL IN NJTROGEN - Product Expiration; May 31, 2026
COMPONENT o ' - PPM ( BrAC )
ETHANOL : 260.5PPM (0.100)
NITROGEN - BAL.

AVERAGE ANALYTICAL VALUE pPPM { BrAC )
ETHANOL 262.5 (0.101)

REFCRENCE S_TAN.DAR.D CYLINDER : CONGENTRATION PPM

N.M.. TRACEABLE STANDARDS® ND38424 - 260.7

* CERTIFICATION TRACEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEASILITY

Preparation:
Gas mixtures manufactured with batances calibrated by an ISO 17025 accredited company using NIST fraceable
weights and meets or exceeads the resuirements of NIST Handhook 44.

Traceable cettificate numbers 3445312 and 3398873.

Analylical;
Analylical Instruments Calibraled Using NMI Traceable Standards.
Certification Numbers: A679-20190918, D049803-20220329

No effecting environmental conditions during analysis.
‘Wi is recagnized by NIST through the Mulval Recegnition Agreement (CIPN MRA}L

CALGAZ callbration devices were found to meet all applicabte requirements of the Mational Highway Traffie Safety Adminlstration Madel
‘Specifications for aalibrating uuits for breath gicohol testars,

Manmfaclured Dale: May 31, 2023

C’%
APPROVED BY:. oo o e o

“We cerfily that al! the eylinders for the Lol numbers ident T \ et
and chamical lest reports are on fils and coples wil be furnished upon request.”

CALGAZ, a division of Airgas USA LLC

821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410) 228-8400 Fax: (410) 228-4251

TCFR 49 parl 178,65 and fiat physical



CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order: 1114712164
DRAEGER INC HOUSTON Date: October 27, 2022

METHOD OF ANALYSIS: IR Breath Alcohol Analyzer
ANALYTICAL ACCURACY:  +/-0,002 BrAC of +/-2% whichever is greater,
CALGAZ LOT#:  302-402571649

ETHANOL IN NITROGEN Product Explration: Oclober 18, 2025
COMPONENT PPM { BrAC)
ETHANOL 260.5PPM (0.100)
NITROGEN BAL
AVERAGE AMALYTICAL VALUE PPM { BrAC)
ETHANOL 262.8 {(0.101)

REFERENCE STANDARD CYLINDER CONCENTRATION PPM

N.M.I. TRACEABLE STANDARDS* ND38434 260.4

* CERTIFICATION TRACEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEABILITY

Praparation:

Gas mixtures manufactured with bafances callbraled by an 1SO 17025 accredited company using NIST traceable
welghts and mests or exceads the reguirements of NIST Handbook 44.

Gallbratlon {est 283192, dated 6th January 2022 or callbration test 282029, 202030 or 292031, dated 26th March 2022
applies

Analytioal:

Analytical Instruments Callbrated Using NM| Traceable Standards,

Certiticatlon Numbers: ND38434-20211028, AB79, AB50, N[X38462-20211027, ND18363-20211104,
NDB0144-20201218, ND23368-20211130

No effecting environmental conditions during analysis,

*NM{ §s recognlzed by NIST through {he Mutual Recognition Agreement (CIPM MRA).

CALGAZ callbration devices were found o mest all applloabla requirememds of the Natfonal Highway Traffie Safety Administration Model
Specifications for calibrating unlia for breath afeokol tastors,

Manufactured Date: Qctober 18, 2022 Qﬁm
APPROVED BY: Q‘\
&

e carlély thal all ihe cylinders for the Lot numbers denlifled herln are ntanufactured and lested within ha requiraments of CER 48 part 178,65 and that physlcat
and chemlcal test reports are on fife and coples will be finishad upon request.”

CALGAZ, a division of Alrgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410) 228-8400 Fax: {(410) 228-4251
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‘Alcotest 9510
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 8510 has been tested for accuracy and found to be in compliance
with the National Highway Traffic Safety Administration Standard for evidentlal breath testing devices.
The Alcotest 8510 is compliant as a “mobile” and “nonmobile” EBT with 49 FR 48854, 49 FR 48864,
and 58 FR 48705. The manufacturar recommends accuracy verification of this instrument within
12 months of the calibration date below, or sconer, according to your state's specifications.

TP

Cettification Date: Serial Number;

wlhi 1ana3 AR M3 - DIHQ

Draeger, inc. 4" M@

=7

COPTOTCOTTOTCOIITOTEOD
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Btate of

OFFCE OF THE ATTORNEY OENERAL

Prnap D Museny DEPARTMENT OF LAW AN PUBLIC SAPETY MATTHEW L PLATRIN
Cloverttor PAVISION OF STATE POLICE ’ Avcting Attorney Generad
_ Post Upscs BoOx 7068
SHEILA Y. OLIVER W Travron, NI Q86280068 COLONEL PATRICK ] CALLAHAN
L, Govgragr {608 BREGDY Superinpendam

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

L

S .
ke TR
: -‘eﬁAé{C@’EPTANCE_SPECIFICA’EIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! alcohot
- ¢oncentration within, butniot exveeding, the range of 0.1174 1o 0.1246 grams per 100 milliliters of solution.

 MANUFACTURER: Dracger, Ing ANALYSIS DATE: §7/21/2022
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 22240

Representative samples of the above-refareniced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of0,1205 to 0,1212 grawms per 100 miliiliters of solution.

This lot of breath aleohol simulator solution inay be utitized as a known traceable standard for the purpose of

. cohducting pertodio tests, piisuant to NJLA.C. 13:51-4.3, of approved breath test instruments (N.LAC, 13:51.3.5)
utilized by law enforcerient.agencies in this State. The manufacturer’s expitation date for this lot of breath alcohol
simndator solution is July §3, 2024, ’

As ORS Director for the Division of State Police, 1 hereby certify and atfest-that the tests and results documented in
this Certiticate of Arialysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly finctioning and calibrated instruments and equipment, All procedures-utilized ave acourate, objeetive, and
performed on arouting basis by personnel within the Office of Forensic Seiences, in accordance with theit
professional dutics and responsibilities.

Michael Kennedy
OF§ Director
NISP Office of Forensic Sciences

vibhd before me this M day of - , 2022,
" : m—‘
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CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order: 1111663404
NJSP DEPT OF LAW AND PUBLIC SARETY Date: July 05, 2022

METHOD OF ANALYSIS: R Breath Alcohol Analyzer
ANALYTICAL AGCURACY:  +/-0.002 BrAC or +/-2% whichever is greater.
CALGAZ LOT#:  302-402448281

ETHANOL IN NITROGEN Product Exgiration: May 18, 2026
COMPONENT PPM {BrAC)
ETHANOL 260.6PPM {0.100)
NITROGEN BAL
AVERAGE ANALYTICAL VALUE ~ PPM { BrAC)
ETHANOL 283,2 {0.101)

REFERENCE STANDARD | CYLINDER CONCENTRATION PPM

N.M.L TRACEABLE STANDARDS* ND38434 260.4

* CERTIFICATICN TRACEABLE TC NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEABILITY

Preparation;

Gas mixtures manufacturad with balances calibrated by an ISO 17026 accredited company using NIST traceable
welghis and meets or exceeds the requirements of NIST Handbook 44,

Calibration test 283190, 283189, 283188, or 283192 dated 6th January 2022 appllas

Analytical:
Analytical Inslruments Calibrated Using NMI Traceable Standards.

Certification Numbers: ND38434-20211028, AG79, AB50, ND38452-20211027, ND18363-202111 04,
ND50144-20201218
No effecting environmental conditlons during analysls,

*NMl Is recognized by NIST through the Mutual Recognliton Agraamant (CIPV MRA).

CALGAZ calioration devices wars found Lo meat all applisable requirements of the Mallonal Highway Trafflc Safety Administralion Model
Speclfications for cailhrating units for breath alcohol festers,

Manufaclured Dale: May 19, 2022 j 2 i M
APPRCVED BY; -J;

“We cerlity ihal all the cyllndars for the Lot numbers Idenlified herin are manufuctired and tested wilhin {he raquiremients of CER 49 parl 176.66 and thet physlcal
and chemical tes! reports are on Mle and ¢optas will ba furnished upon request!

CALGAZ, a division of Alrgas USA LLG
821 Chesapeake Drive, Cambrldge, MD 21613-0149
Phone; (410} 228-8400 Fax, (410) 228-4251
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CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Szlas order: 1111918174
DRAEGER MEDICAL SYSTEMS INC. Date: July 27, 2022

METHOD OF ANALYSIS: IR Breath Alcoho! Analyzer
ANALYTICAL ACCURACY: +/-0,002 BrAC or +/-2% whichever is greater.
CALGAZ LOT#: 302-402488140

ETHANOL IN NITROGEN Produci Expiration: July 15, 2025
COMPONENT PPM ( BrAC)
ETHANOL 104.2PPM {0.040)
NITROGEN BAL
AVERAGE ANALYTICAL VALUE PPM {BrAC}
ETHANOL 107.1 (0.041)

REFERENCE STANDARD CYLINDER CONCENTRATION PPM

N.M.l. TRACEABLE STANDARDS* ND38434 260.4

* CERTIFICATION TRACEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRACEABILITY

Preparation:

Gas mixtures manufactured with balances salibrated by an 180 17026 accredited company using NIST traceable
weights and meets or exceeds the requiraments of NIST Handbook 44.

Calibration test 283192, dated 6th January 2022 or calibration test 282029, 292030 or 262031, daled 26th March 2022
applies

Analylical:

Anaiytical instrumenis Callbrated Using NMI Traceable Standards.

Certification Numbers: ND38434-20211028, AG79, AG50, ND38462-20211027, ND18383-20211104,
ND50144-20201218

No effecting environmental conditions during anaiysls.

*NMI Is racognized by MIST through the Mulual Racognition Agreement {GIPM MRA).
CALGAZ calibration devicas were found to meet all applicabla requirements of the National Highway Trafflc 8afety Administration Modet
Specificatlens for calibrating unlls for breath algohol testers.

Manufaciured Date: July 15, 2022 % ;)@
APPROVED BY: | i

"We ceatify that all the cylinders for the Lol numbers Idenlified hesin are manufaclured aad lested within the requirements of CFR 49 part 170.68 and that physlcal
and chemlcal fest reports are on e e coples witl be fumlshed upon request.”

CALGAZ, a division of Airgas USALLC

821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410} 228-6400 Fax: (410} 228-4251
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CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD
INVOICEd: 21121848
PRAEGER INC HOUSTON POH; US44302345493
1256 SOUTH SAM HOUSTON W PRWY cosT, ITEM (1 44061020
ROUSTON, TX 77085 DATE:! Apr. 14, 2021
METHOD OF ANALYSIS: IR Breath Alcohol Rnalyzer
ANALYTICAL ACCURACY: +/-~0.002 Brac or +/-2% whichever is greater.
CALGAZ LOTH#: 1474760 :
EPHANOL IN NITROGEN PRODUCT EXPIRATION: Apr. 03, 2024
COMPONRNT PEM { BxRAC )
ETHANOL 200.4 {0.080)
NITROGEN BAL
AVERAGE ANALYTICAL VALUE PEM {-BxAC }
ETHANOL 211,0 {0,081
REFERENCE STANDARD CYLINDER CONCENTRATION PPM
N.M.I, TRACEABLE STANDARDS* ND50144 260.6

* CERTIFICATION TRACEABLE TO National Metrology Institute Traceable Standards.

TRACBABILITY
Praparation:

Gas mixtures manufactured with balances calibrated by an IS0 1702% accradited

company using NIST traceable weights and meets or axceeds the requirements of
NIST Handbook 44,

Callbration test 121088, 121097, 121091, or 121100 dated, 18th January 2019 applies,

Analytical:

Analytical Instruments Calibrated Using NMI Traceable Standards.
Coertification Numbers: ND50144~20201218, A679, ND18363-20191203, A650

No affecting environmental conditions during analysis,

*NMI s racognized by NIST through the Mulual Recognition Agreemant (GIeM MRA) .
CRLGAY calibratlon deviaes were found to mest all applicable zequiremente of the Wational Highway
Prafiic Safeby Adminlstretion Wodel Spucifloations for oalibrating unite for branth alcohol teatexa.

MANUFACTURED DATE: Apr. 03, 2021 CALGAZ CYLIWDHR SIZE: 6DM
APPROVED BY : %‘A’"\ ED’D’ h

"o certify that all the cylindera for the Lot numbers identified herein are manufactursd and tested within the requiremants
of GFR 49 part 176,65 and that physicnl and chemioal tesft reports are on file and coples will be furnished upon roguest,”

CALGAZ, a division of Airgas USA LLC
€21 Chesapeake Drilve, Cambridge, MD 21613-0149
Phone: {410)228-6400 Fax: {410)228-4251

/S




CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

Sales order; 1111788866
NJSP Date: July 14, 2022

METHOD OF ANALYSIS: IR Breath Alcohol Analyzer
ANALYTICAL ACCURACY:  +/-0,002 BrAC or +/-2% whichever Is greater,
CALQAZ LOT#  302-402486003

ETHANOL IN NITROGEN Product Expiration: July 12, 2028
COMPONENT PPM { BYAC }
ETHANOL 416.8PPM (0.160)
NITROGEN BAL
AVERAGE ANALYTICAL VALUE PPM { BrAC}
ETHANOL 4182 (0.164)

REFERENCE STANDARD CYLINDER GONGENTRATION FPM

N.M.\. TRACEABLE STANDARDS* ND38434 ' 260.4

* CERTIFICATION TRAGEABLE TO NATIONAL METROLOGY INSTITUTE TRACEABLE STANDARDS

TRAGEABILITY

Praparation:

Gas mixtures manufactured with balances calibrated by an 180 17026 accredited company using NIST traceable
welghts and meets or exceeds the requirements of NIST Handbook 44.

Callbration test 283192, datad 6th January 2022 or callbratlon test 262029, 202030 or 222021, dated 26th March 2022
applios

Analyllcal:

Analylical Instruments Callbrated Using NMI Traceable Standards.

Cetliflcation Numbers; ND32434-20241028, AB79, AB50, ND38462-20211027, ND18363-20211104,
ND5(144-20201218

No effacting enviranmental conditions during analysis,

*NIVI 18 yaoognized by NIST through tha Muluai Recognition Agreement |CIPM MRA).

CALGAZ callbration devices wera found to mest all applicable requirements of the Natlonal Highway Traffic Safety Administration Model
spacifications for callbrating units for hreath alcchol testers,

Manufactured Dale: July 42, 2022

APPROVED BY: %:2@ L

“fa cerlify that all the cylladers for {he Lot numbers deniified herin are menufaclured and testad wibin the requiternents of GFR 49 part 178.65 and hat physlcal
and chemlcal leat repords ere on flle and copiae will be furaished upon requast."

CALGAZ, a division of Alrgas USA 1.LC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phone: (410} 228-8400 Fax: {(410) 228-4251




CERTIFICATE OF ANALYSIS
EBS - ETHANOL BREATH STANDARD

REF§#: 21775602
DRAKGER INC HOUSTON DOCH: US4A4302405858
HOUS'TCN, TX 77085 CUST. ITEM #: 4401041
: DATE: Jun. 23, 2021

METHOD OF ANALYSIS: IR Breath Alcohol Analygzer
ANALYTICAL ACCURACY: +/-0.002 BrAC or +/-2% whichever is greater.
CALGAZ LOT#: 14954648

ETHANCL IN NITROGEN PRODUCT EXPIRATION: May. 14, 2024
COMPONENT pPPM { BxAC )
ETHANCL 181.5 {0.300)
NITROGEN BAL

REFERENCE STANDARD CYLINDER CONCENTRATION PPM

W.M.E, TRACEABLE STANDARDS* ND50144 260.6

* Certification traceability is recognized by NIST through the CIPM MRA,

TRACEABILITY

Preparation:

Gas miztures manufactured with balances calibrated by an ISC 17025 accredited
company using NIST traceable weights and meets or exceeds the requirements of

NIST Handbook 44.

Calibration test 219906, 218911, 219%0%, or 219926 dated, 6th January 2021 applies.

Analytical:
Analytical Instruments Calibrated Using NMI Traceable Standards.
Certification Numbers: NWD50144-20201218, A679, ND18363-20191203, A650

No affecting environmental conditions during analysis,
ANMI is recognized by NIST throuwgh the Mutual Recognition Agreement {CIPM MRA) .

CRLGAE oalibration devices were found to meat all applicable requirements of the National Highway
Traffic Safety Administration Model Specifications for oalibrating unita for breath aleohol testers,

MANUFACTURED DATE: May. 14, 2021 CALGAZ CYLINDER SIZE: 6D

AFPFROVED BY %:@

"#e certify that all the cylinders for the Lot numbars identified herein are manufacturaed and tested within the ragquirements
of CFR 49 part 178,65 and that physical and chemical tast raports are on file and copies will ba furnished upon request,"

CALGAZ, a division of Airgas USA LLC
821 Chesapeake Drive, Cambridge, MD 21613-0149
Phene: (410)228-6400 Fax: (410)228-4251
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